Background and Purpose-Evidence of atrial tachycardia/atrial fibrillation (AT/AF) is often sought in patients with ischemic stroke or transient ischemic attack. We studied patients with previous thromboembolic events (TE) who were implanted with devices capable of continuous arrhythmia monitoring to comprehensively quantify the incidence and duration of newly detected AT/AF. Methods-This study represents a subgroup analysis of the TRENDS trial, which included patients with clinical indications for pacemakers or defibrillators and Ն1 stroke risk factors (heart failure, hypertension, age 65 or older, diabetes, or previous TE). A history of AF was not required. All implanted devices were capable of continuously monitoring the cumulative time spent in AT/AF each day. This analysis focuses primarily on the incidence and duration of newly detected AT/AF (defined as Ն5 minutes of AT/AF on any day) in patients with previous TE, no documented history of AF, and no warfarin or antiarrhythmic drug use. Results-A total of 319 patients had a history of TE and Ն1 day of device data. Patients with a documented history of AF (nϭ80), warfarin use (nϭ56), or antiarrhythmic drug use (nϭ20) were excluded from analysis. Of the remaining 163 patients, newly detected AT/AF was identified via the device in 45 patients (28%) over a mean follow-up of 1.1Ϯ0.7 years. AT/AF recurred infrequently, with only 12 patients experiencing AT/AF on Ͼ10% of follow-up days. 
vidence of atrial fibrillation (AF) is often sought in patients who survive an ischemic stroke or TIA because the presence of AF has important etiologic and therapeutic implications. However, patient symptoms are insensitive and nonspecific for identifying paroxysmal atrial tachycardia/atrial fibrillation (AT/ AF), 1,2 whereas rhythm monitoring with external systems is hindered by intermittent sampling 3 and patient compliance issues. 4 In contrast, continuous monitoring has been shown to be significantly more effective for identifying patients with asymptomatic or intermittent AT/AF recurrences, 3, 5 and the daily amount of AT/AF has been related to the risk of thromboembolic events (TE) in patients receiving cardiac rhythm devices. 6 Previous studies [7] [8] [9] [10] have investigated the role of short-term (up to 30 days) external monitoring for the identification of undiagnosed AF in patients with previous stroke. Because these previous studies essentially show that the likelihood of finding AT/AF increases with longer durations of monitoring, we hypothesized that continuous monitoring would find even more AT/AF. Therefore, we studied a cohort of patients who required implantation of a cardiac rhythm device with a history of TE to quantify the incidence and duration of newly detected AT/AF (NDAF). We also examined NDAF in patients without a previous TE but with other risk factors for stroke.
Subjects and Methods
The study population represents a group of patients that was enrolled in a larger study (TRENDS). The design 11 and the main results 6 of the TRENDS study have been previously reported. In brief, TRENDS was a prospective, observational study that enrolled patients with a clinical indication for a pacemaker or implantable cardioverter defibrillator and at least 1 of the following stroke risk factors: congestive heart failure, hypertension, age 65 or older, diabetes, or previous stroke/TIA. Patients were not required to have a history of AF, and warfarin use was prescribed by the patient's managing physician. Physicians were encouraged to follow published guidelines for the use of antithrombotic therapy. 12 The TRENDS study reported that TE risk is a quantitative function of arrhythmia burden among the overall population of patients indicated for a cardiac rhythm device. The study protocol was approved by the Institutional Review Board of each participating center and all patients provided informed consent.
The purpose of the current retrospective subanalysis was to quantify the incidence and duration of NDAF through the use of continuous monitoring by implanted cardiac devices. This substudy focuses primarily on those patients enrolled in TRENDS who had a history of stroke or TIA; however, data are also presented on patients without previous TE (but with other stroke risk factors, including congestive heart failure, hypertension, age 75 or older, and diabetes) for comparison. Patients with a documented history of AF were excluded. Similarly, patients using warfarin or antiarrhythmic drugs were also excluded because this may indicate the existence of undocumented but diagnosed AF. Patients were also required to have at least 1 day of device-stored data available for analysis.
Definitions and Device Capabilities
AT/AF burden was defined as the total cumulative duration of AT/AF detected by the device in a given day. AT/AF burden may consist of multiple episodes on a single day or a portion of a single episode that spans multiple days. The implanted devices were capable of continuously monitoring AT/AF burden for up to 14 months. Data were extracted from the devices via telemetry at office visits. Follow-up visits were scheduled with sufficient frequency to ensure data continuity. Previous studies utilizing devices with similar detection algorithms have shown Ͼ95% sensitivity and specificity for detection of atrial arrhythmia episodes and measurement of atrial arrhythmia burden. 13 NDAF was defined as at least 5 minutes of atrial arrhythmia recorded by the device on any day during the study. In this analysis, only days with at least 5 minutes of AT/AF were considered, because this duration excludes most episodes of atrial oversensing leading to false-positive recordings of AF. 14 Because our goal was to study the readily available diagnostic data within the device memory, we did not attempt to distinguish between episodes of atrial tachycardias, atrial flutter, and atrial fibrillation. Furthermore, intracardiac electrograms were not available for each episode because of device memory constraints.
Statistical Methods
We quantified the percentage of patients with previous TE, no documented history of AF, and no warfarin or antiarrhythmic drug use who experienced NDAF. The percentage of patients having Ն5 minutes, Ն6 hours, or Ն24 hours of AT/AF burden on a single day or 2 and 7 consecutive days of AT/AF were tabulated. Time to identification of NDAF was computed using Kaplan-Meier survival estimates and compared with the log-rank test. We also tabulated the number of patients with recurrences and the timing of recurrences among those with at least 1 episode of AT/AF to illustrate the difficulties with intermittent monitoring, which is defined as the use of an externally worn continuous cardiac rhythm monitor for up to 30 days. Demographics were compared among patients with previous TE who were found to have NDAF vs those with no AT/AF. The incidence of NDAF was also computed among patients without a previous TE (but with other stroke risk factors) and compared to patients with a previous TE.
Continuous variables are presented as meansϮSD or medians and interquartile range, as appropriate, and categorical variables are presented as percentages. Categorical variables were compared using the 2 test and continuous variables were compared using a Wilcoxon rank-sum test. A significance level of 0.05 was used.
The authors had full access to the data and take responsibility for its integrity. All authors have read and agree to the manuscript as written.
Results

Patient Cohort
A total of 3045 patients were enrolled in the TRENDS study from 116 centers. From this population, 319 patients had a history of previous TE and device data available for analysis. Patients with a documented history of AF (nϭ80), warfarin use (nϭ56), or antiarrhythmic drug use (nϭ20) were excluded from the analysis. Among the remaining 163 patients (followed-up a mean of 1.1Ϯ0.7 years), the average CHADS 2 score was 4.1Ϯ0.8, reflecting their high risk for stroke recurrence. The median time from the previous TE to enrollment in the study was 39 (12-73) months. Additional characteristics for the 163 patients included in this subgroup analysis are presented in the Table. Patients with a previous TE who were found to have NDAF were more likely to have heart failure vs those with no detection of AT/AF.
Incidence of NDAF
NDAF was identified by the implantable device in 45 of 163 patients (28%) over the course of follow-up. Detection of NDAF occurred in pacemaker (nϭ20) and defibrillator (nϭ25) patients in a similar proportion to their prevalence in the study.
There were 1428 patients in the overall TRENDS study population without a history of previous TE, documented AF, warfarin, or antiarrhythmic drug use and who had device data available (Table) . Over a mean follow-up of 1.1Ϯ0.7 years, NDAF was found in 432 patients (30%), which was essentially the same incidence rate as for those with a history of previous TE (Pϭ0.49).
AT/AF Burden in NDAF Patients
NDAF patients often experienced individual or consecutive days with considerably greater amounts of AT/AF than the minimum threshold of 5 minutes ( Figure 1 ). For example, 25 patients (56% of NDAF patients with previous TE) had at least 6 hours of AT/AF on a single day. Over the entire study period, the average daily AT/AF burden in NDAF patients with previous TE was 1.8Ϯ4.0 hours, whereas the median daily AT/AF burden was 0.08 (interquartile range [IQR], 0.01-1.23) hours. The day with maximal AT/AF duration was greater among NDAF patients with previous TE (median, 10.8; IQR, 2.4 -23.9 hours) compared to NDAF patients without previous TE (median, 5.9; IQR, 1.2-20.4 hours), but the difference did not reach statistical significance (Pϭ0.29). Figure 2 shows the distribution of the percentage of follow-up days in which at least 5 minutes of AT/AF was detected by the device among NDAF patients. For example, 73% of NDAF patients with previous TE experienced episodes of AT/AF on Ͻ10% of follow-up days. Only 11% of NDAF patients with previous TE experienced AT/AF on a majority of follow-up days, a frequency needed to be reliably detected by random intermittent monitoring. 3 
Time to Detection of NDAF
The time from implantation of the continuous monitoring device until first detection of NDAF is presented in the survival curve in Figure 3 . The median time from enrollment in the study to identification of NDAF was 1.7 (IQR, 0.4 -6.7) months among previous TE patients with NDAF and 2.0 (IQR, 0.3 to 5.4) months among nonprevious TE patients with NDAF (log-rank, Pϭ0.56). The continuous arrhythmia data from the device allowed us to simulate the percentage of patients who would have been identified as having NDAF if this rhythm information had only been available on the subset of days monitored by traditional methods. Only 3% of patients would have been identified via a single 24-hour Holter monitor if performed immediately at the time of enrollment, whereas only 4% would have been identified via 48-hour Holter monitoring performed at the time of enrollment in the study. Increasing the initial monitoring duration to 7, 21, or 30 consecutive days would have identified 6%, 9%, or 11% of previous TE patients, respectively. In contrast, continuous arrhythmia monitoring over the follow-up period resulted in significantly greater identification of NDAF (28% of patients) compared to these common intermittent monitoring regimens (PϽ0.001).
Discussion
Detection of AF in patients at high risk for stroke will strongly influence anticoagulation decisions. 12 The present prospective study, using continuous arrhythmia monitoring, detected NDAF in 28% of patients with previous TE over a mean follow-up of 1.1 years. The majority of NDAF was identified Ͼ30 days after study entry. In a small percentage of patients, NDAF was present during most of the follow-up period but the majority had infrequent episodes. The latter episodes of NDAF would have been missed entirely, even with prolonged durations of traditional ECG monitoring.
Incidence of NDAF
Whereas we found a substantially higher percentage of previous stroke patients having NDAF overall compared to other studies, our rates of detection were similar when comparing equivalent monitoring periods. Jabaudon et al 8 identified NDAF in 5.0% of patients via 24-hour Holter monitoring, whereas we identified NDAF in 3.1% of patients within the same 24-hour period. Bansil et al 9 found NDAF via 48-hour Holter in 4.0% of patients compared to 4.3% in our study over the same period. Jabaudon et al 8 also found NDAF in 8.1% of patients via Holter recordings within the first 7 days compared to 6.1% in the present study. Two previous studies evaluated the incidence of occult AF in patients with cryptogenic stroke. Using 21-day 7 and 30-day 10 external event monitors, NDAF was detected in Ϸ20% of patients when inpatient telemetry and electrocardiography did not detect AF. However, the majority of AF episodes detected in these studies were Ͻ30 seconds in duration, thereby failing to satisfy the definition of an AF "episode" in recently published AF consensus statements. 15 In the present study, 60% of NDAF patients were identified beyond the initial 30 days of the study, potentially adding to the value of long-term arrhythmia monitoring.
In this analysis, we found a similar rate of NDAF in patients with stroke risk factors regardless of the presence of previous TE. This may indicate that the presence of any stroke risk factors is associated with a high likelihood of finding previously unknown AT/AF, particularly in a population with cardiac conditions necessitating device implantation. However, there was a tendency (not significant) for the duration of maximal daily AT/AF burden to be longer among those with a previous TE.
AT/AF Burden
Several previous studies have examined the relationship between AT/AF burden and outcome in cardiac rhythm device patients. A substudy of the MOde Selection Trial (MOST) reported that the composite end point of nonfatal stroke and death was significantly higher in patients having at least 5 minute episodes of high rate atrial arrhythmias. 16 This finding, in part, contributed to our selection of the 5-minute threshold for the definition of NDAF.
The TRENDS study recently reported that an arrhythmia burden Ն5.5 hours on any of 30 previous days appeared to double the risk of TE compared to no burden, based on a 20-second definition for AT/AF. 6 In a subanalysis of the present patients with previous TE, we found that 58% of NDAF patients met the Ն5.5-hour criterion for elevated TE risk. Taken together, these findings indicate that clinically important amounts of AT/AF occur in a substantial proportion of patients with previous TE but no previous diagnosis of AF.
By defining NDAF as a minimum of 5 minutes of device-detected AT/AF on a given day, it is possible that we may have underreported the true incidence of NDAF. Implantable devices typically require atrial arrhythmias to persist for Ϸ30 seconds for detection to occur. Relying solely on device detection of any AT/AF as the threshold for diagnosing NDAF would have increased the incidence of NDAF among those with previous TE to 36% in the present analysis. However, such short durations of AT/AF are more likely to include false-positive detections. 14 Previous studies have shown that the probability of detecting AT/AF via intermittent monitoring decreases as the amount of AT/AF present decreases. 3 Without continuous arrhythmia monitoring, identification of patients with low AT/AF burden may be delayed. In the present study, we found that the majority of NDAF patients (73%) had AT/AF on Ͻ10% of follow-up days, making it highly unlikely to be detected by standard monitoring techniques. Whereas we obtained continuous heart rhythm monitoring using im- planted cardiac devices, small subcutaneous devices are now available to provide similar heart rhythm surveillance. These may facilitate the detection of AT/AF in high-risk patients, such as those with cryptogenic stroke, potentially leading to improved prevention of recurrent stroke.
Limitations
This study was conducted primarily in patients with a remote previous TE who had a clinical indication for an implantable pacemaker or defibrillator; therefore, these results may not be representative of all patients with previous TE and, in particular, may not apply to patients with cryptogenic stroke in whom monitoring is typically performed in close proximity to the TE. However, the rates of NDAF detected over the initial few days or weeks in this study were similar to previous studies in nondevice patients. Another limitation is that some patients included in our analysis may have had AF that was known but not documented prior to study enrollment. However, our exclusion of patients who were already using warfarin or antiarrhythmic drugs likely excluded the majority of patients with known previous AF. It is also possible that AF may have been detected clinically during follow-up, thereby reducing the incremental diagnostic value of continuous monitoring. However, because only 11% of patients had AT/AF on the majority of follow-up days, this is unlikely except for those with the greatest AT/AF burden. A final limitation is that the absence of electrograms for all episodes precluded us from verifying the precise diagnosis of the atrial arrhythmias. Previous reports, though, suggest that most arrhythmia oversensing that can result in false-positive detection of AT/AF is eliminated by excluding episodes Ͻ5 minutes, 14 which was the duration criteria for the current study.
Summary
In a cohort of patients with previous TE, no known AF, and requiring a cardiac rhythm device, 28% of patients were identified as having NDAF via a device with continuous monitoring capabilities. Whereas AT/AF occurred on Ͻ10% of follow-up days in 73% of NDAF patients, it also persisted for at least 6 hours on at least 1 day in the majority of NDAF patients. These finding highlight not only the difficulty of detecting AT/AF with traditional methods but also the importance of identifying AT/AF in this population.
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